The aim of this study was to improve the accuracy of guidewire insertion in the femoral neck fracture surgery using cannulated screw fixation.
Background
Femoral neck fractures are common in the field of orthopedic trauma, costing over $12 billion dollars annually in United States [1] . For young patients and elderly patients with undisplaced fractures, the goal of treatment is to achieve union with the preservation for femoral head [2] . Therefore, it is generally accepted that closed reduction and internal fixation may be the ideal management for these patients [3] [4] [5] . Several internal fixation devices have been described in the past, among which cannulated screws is the most common [6] [7] [8] .
However, various complications, including osteonecrosis of the femoral head, nonunion, and fixation failure, frequently accompany cannulated screw fixation [9] . Anatomical reduction and stable fixation are known to be paramount for a good outcome [2] . With regard to cannulated screw fixation, appropriate cannulated screw placement is one of the most important factors in achieving good fixation quality [10] [11] [12] . Thus, appropriate placement of the guidewire is crucial. However, to date, surgeons mainly rely on their experience to insert cannulated screw guidewires, which is considered to be more of an arbitrary decision.
Therefore, we designed a guidewire aiming device to assist surgeons in inserting cannulated screw guidewires accurately in femoral neck fracture surgery. The purpose of the present study was to evaluate the efficacy of this novel device.
Material and Methods

Patients
The protocol of this trial and CONSORT checklist are available as supporting information (see S1 Protocol and S1 CONSORT Checklist). Potential trial participants with femoral neck fracture were recruited between January 2010 and June 2012 from the Shanghai Sixth People's Hospital. All patients who were to be treated surgically with closed reduction and internal fixation with 3 cannulated screws (Depuy, Depuy, and Synthesis, Warsaw, Indiana, USA) were considered for inclusion in this trial. The exclusion criteria were: age over 60 years, pathological fractures, Garden type IV femoral neck fractures, an injury-to-surgery interval longer than 72 h, and rheumatoid arthritis or osteoarthritis. Sixty-four patients with a mean age of 42.44±9.12 years (range, 19 to 60 years) were included in the study. Thirty-nine patients were male, and 25 patients were female. Five fractures were classified as Garden type I, 35 as Garden type II, and 24 as Garden type III. The mean injury-tosurgery interval was 39.42±11.18 h (range, 9 to 64 h). The patients were divided randomly into the novel device group and the conventional technique group. All operative procedures were performed by 2 senior orthopedic surgeons. Each participant had a follow-up period of at least 1 year to assess the fracture healing. Patients were followed-up clinically and radiologically at 1, 3, 6, 9, and 12 months postoperatively.
Structure of the device
The guidewire aiming device consists of 4 components: an aiming component, an adjusting component, a locking component, and a fastening component (Figure 1 ). The aiming component consists of 1 interior sleeve and 1 exterior sleeve. The exterior sleeve is welded onto 1 side of the adjusting component. The interior sleeve can be inserted into the incision through the exterior sleeve serves as the marker for fluoroscopic imaging intraoperatively. The adjusting component consists of 1 direction-adjusting ball, 1 position-adjusting hinge, and 1 position-adjusting rod. The direction-adjusting ball can rotate in the cotyle 3-dimensionally and adjust the direction of the exterior sleeve. The direction of exterior sleeve can be adjusted according to the collodiaphyseal angle and the anteverted angle of the femoral neck. The position-adjusting hinge can rotate on the sagittal plane and adjust the anteroposterior position of the interior sleeve tip. The position adjusting rod can slide proximodistally and adjust the proximodistal position of the interior sleeve tip. The locking component consists of a large T-shaped bolt and small T-shaped bolt 1. The former bolt is used to lock the direction-adjusting ball and the positionadjusting hinge, while the latter is used to lock the positionadjusting rod. The fastening component consists of 2 splints and small T-shaped bolt 2, which are used to fasten the whole device onto the femoral shaft. 
Surgical procedures
After general anesthesia, closed reduction was performed by traction bed and confirmed by fluoroscopic imaging. A Kirschner wire was placed on the front of hip and located at the central axis of the femoral neck in anteroposterior fluoroscopy image ( Figure 2A1 , 2B1). Lines were marked on the skin for locating. With general sterilization and draping, a 3-cm straight lateral incision was made over the proximal-lateral part of the femur, and a Kirschner wire was inserted along the anterior cortex of femoral neck through the incision manually. Fluoroscopic imaging was performed to ensure that the Kirschner wire was parallel to the central axis of the femoral neck on anteroposterior imaging and lay immediately anterior to the cortex of the femoral neck on lateral imaging ( Figure 2B2 ). The Kirschner wire can then visually present the collodiaphyseal angle and the anteverted angle of the femoral neck.
For patients in the novel device group, 2 Steinmann wires were laterally drilled into the femoral shaft through the fastening component, and small T-shaped bolt 2 was locked to fasten the device onto the femoral shaft. Then, an appropriate 
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interior sleeve was inserted into the incision through the exterior sleeve. As the guidewire would be inserted into the femoral neck through the interior sleeve, the interior sleeve acts as the marker determining the entry point and direction for the guidewire. Next, we adjusted the position and the direction of the interior sleeve according to the Kirschner wire placed before, and locked the small T-shaped bolt 1 and the large T blot to fixate the interior sleeve securely (Figuere 2A2). Fluoroscopic imaging was used to ensure the appropriate position and direction of the interior sleeve. Then, the first guidewire was inserted as a reference guidewire through the interior sleeve into the femoral neck ( Figure 2B3 , 2B4). The Kirschner wire and the device were then removed, and the parallel aiming device in DePuy suitcase was applied to help inserting the other 2 guidewires according to the first guidewire ( Figure 2A3 ). Fluoroscopic imaging was utilized to confirm the appropriate position and depth of the guidewires ( Figure 2B5 , 2B6). Next, 3 cannulated screws were implanted along the guidewires. The fixation was ensured by fluoroscopic imaging.
For patients in the conventional technique group, operations were performed as usual. Generally, surgeons inserted the first guidewire into the femoral neck according to the Kirschner wire, relying on their experience. Then, fluoroscopic imaging was used to check the direction and position of the guidewire. If the direction or position was not appropriate, partial or total removal of the inserted guidewire may be required to make adjustment. When the appropriate direction and position of the first guidewire was obtained, the subsequent procedure was performed the same as in the novel device group.
Outcome evaluation
Operative time and intraoperative blood loss were recorded during each operation to evaluate the efficacy of the novel device. Operative time referred to the total duration from the incision-making to closing. Intraoperative blood loss referred to the total volume of the blood loss during the operation.
To evaluate the accuracy of the guidewire insertion, the frequency of drilling attempts was recorded during each operation, and, the direction and position of the cannulated screws were measured on the postoperative radiographs. The frequency of drilling attempts refers to the total drilling times of the first guidewire. The insertion of the guiding Kirchner wire, which was placed along but not into the femoral neck cortex, was not included in the frequency. The fixation direction was evaluated by measuring the angles between the first cannulated screw and the central axis of the femoral neck on anteroposterior and lateral view radiographs. Generally, the guidewires were in an inverted triangle configuration with 1 guidewire inserted close to the calcar femorale to ensure the stability of the fixation. The fixation position was evaluated by measuring the distance between the medial calcar femorale rim and the bottom cannulated screw on anteroposterior view radiographs. 
Ethics statement
All the procedures in this study were approved by the Ethics Committee of Shanghai Sixth People's Hospital. The trial was registered in ChiCTR (trial registration number ChiCTR-ICR-15007334). The authors confirm that all ongoing and related trials for this intervention are registered. Patient selection was performed upon admission, and written informed consent was obtained from all individuals included in this study. The study conforms to the CONSORT statement (www.
consort-statement.org).
Statistical analysis
Data were analyzed using the IBM SPSS Statistics Version 22.0 (SPSS Inc., Chicago, Illinois, USA). Data are presented as mean ± standard deviation or numbers, as appropriate. The independent-samples Students' t-test was performed to analyze continuous data. Sex and fracture types were analyzed using the chi-squared test. The total frequency of guidewire drilling was analyzed using the Mann-Whitney U test. P value less than 0.05 was considered statistically significant.
Results
Between January 2010 and June 2012, 86 patients with femoral neck fracture were considered to be included in this trial. Of these, 14 were found to not fulfil the inclusion criteria, and 8 declined to participate in the trial (Figure 3 ). Sixty-four eligible patients were randomized to the 2 groups.
General information of patients in the novel device group and the conventional technique group is provided in Table 1 . There was no statistically significant difference of age, sex, fracture patterns, or interval from injury to surgery between the groups. 
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The mean operative time was 32.78±10.58 min in the conventional technique group and 31.81±11.23 min in the novel device group ( Figure 4A ). The mean intraoperative blood loss was 33.28±8.85 mL in the conventional technique group and 29.63±6.54 mL in the novel device group ( Figure 4B) . Application of the novel device did not influence the operative time or intraoperative blood loss (P=0.724 and 0.065, respectively).
In the conventional technique group, the frequency of drilling attempts was 1 time in 17 patients (53.13%), 2 times in 9 patients (28.13%), 3 times in 2 patients (6.25%), 4 times in 2 patients (6.25%), 5 times in 1 patient (3.13%), and 6 times in 1 patient (3.13%). In the novel device group, the frequency of drilling attempts was 1 time in 27 patients (84.38%) and 2 times in 5 patients (15.63%). The novel device reduced the frequency of drilling attempts significantly (P=0.004, Figure 4C ). The mean angle between the first cannulated screw and the central axis of the femoral neck on the anteroposterior view radiographs was 6.14±2.99 degrees in the conventional technique group and 4.30±2.62 degrees in the novel device group ( Figure 4D ). The mean angle between the first cannulated screw and the central axis of the femoral neck on the lateral view radiographs was 4.49±1.79 degrees in the conventional technique group and 2.88±1.23 degrees in the novel device group ( Figure 4E) . The mean distance between medial calcar femorale rim and the bottom cannulated screw was 7.76±2.50 mm in the conventional technique group and 5.35±1.13 mm in the novel device group ( Figure 4F ). The differences in angles and distance between the groups were significant (P=0.011, P<0.001, P<0.001, respectively). The patients in both groups all successfully obtained fracture union during 1-year follow-up.
Discussion
Appropriate placement of guidewires is crucial for treating femoral neck fractures with cannulated screws. However, it is not easy to insert the guidewire at the right position and drill straight along in the right direction. When the position or the direction of a guidewire is unsatisfactory, multiple drilling attempts may be required to make adjustment. However, it is not easy for surgeons to make accurate adjustment for the guidewire. When encountering the drilling track, the guidewire may possibly slide along it, which would make a failed adjustment. In addition, repeated drillings might weaken the bone and even lead to subtrochanteric fractures [13] . Therefore, numerous surgical techniques have been introduced to aid in accurate guidewire insertion. Tai et al. demonstrated that using a cannulated screw as the drill guide and sleeve was time-saving and easy to perform [14] . However, the guiding cannulated screw could not be fixated securely. Therefore, appropriate position and direction of the guidewire could not be guaranteed. Computer-assisted navigation system is another technique applied in the field of orthopedic surgery. It is believed to have the potential to improve the precision of guidewire insertion. However, previous studies demonstrated that the navigation system increases the radiation and operative time [15] [16] [17] [18] [19] . Additionally, the navigation system is expensive and complicated. The cost of purchasing of the system and the training of a skilled manipulator would further increase the cost to patients.
Our novel aiming device has the following advantages in design: Firstly, the position-adjusting part is highly adjustable for the aiming component in proximodistal and anteroposterior position, and the direction-adjusting part can freely rotate to adjust the aiming component according to the collodiaphyseal angle and anteverted angle. Secondly, the aiming component can be easily locked by a small bolt when appropriate position and direction are obtained. Thirdly, the structure and mechanism of the device make it simple and easy to use.
In clinical practice, we found that our aiming device assists in improving operation quality and reducing intraoperative injury. In fact, the pre-located Kirschner wire allows the initial judgment for the surgeons about the entry points, collodiaphyseal angle, and anteverted angle, which increases the accuracy of guidewire drilling. This method is seemingly credible, but in practice the surgeon still cannot appropriately drill the first guidewire because there may be errors in judging the position and direction. Our aiming device, shown in fluoroscopy, was marked by the interior sleeve, which was displayed together with the femoral head and femoral neck in the same view. For aiming the device, the tip of the interior sleeve was considered as the entry point and the extended axis of the interior sleeve as the entry path. By making adjustments of the interior sleeve corresponding to collodiaphyseal angle and anteverted angle, the position and direction of the first guidewire can be assured. An appropriate first guidewire insertion can lay a good foundation for the second and third guidewires to enhance the fixation quality. In this study, the angle between the first cannulated screw and the femoral neck axis in both coronal plane and sagittal plane, and the distance between the bottom cannulated screw and the medial calcar femorale rim, were all significantly different between the novel device group and the conventional technique group (P<0.05). These results indicate that the accuracy of guidewire inserting was enhanced by the novel aiming device. In addition, the aiming device reduces the frequency of guidewire drilling because it can accurately adjust the position and direction before drilling attempts. The frequency of guidewire drilling was significantly different in both groups (P<0.05). Although the 2 Steinmann wires drilled into the femur increase additional injury, no significant difference was found regarding intraoperative blood loss between the groups (P>0.05). This indicates that use of this aiming device did not cause more bleeding during the operation. Moreover, sutures for the small incisions made for Steinmann wires were not required, and the incisions heal soon with only a slight scar.
Since more surgical procedures were added in the novel device group, the operative time might have been extended. But the result shows that there was no significant difference in operative time between the groups (P>0.05). Despite the added procedures, the aiming device effectively avoids invalid drilling. That may be the reason why it does not extend the operative time.
This device could help to improve operation quality and lead to less injury. However, to further raise the efficiency, the surgeons should master a few skills to better apply this technique. Firstly, the line labeled on the anterior hip joint should be exposed during draping. Care must be taken to avoid overstretching the skin in film dressing. These details could ensure the accurate location of the Kirschner wire inserted into the anterior of femoral neck. Secondly, the incision should be located approximately 1.5 cm posterior to the lateral thigh axis. If the incision is made more to the front, the sleeve placement and guidewire insertion tend to be quite difficult due to greater uplifting tension from the posterior soft tissues. If the incision is positioned over-posteriorly, using the placed Kirschner wire as a locator is even harder because the pressure pushing down from the fascia lata and soft tissue tend to be greater. Thirdly, the strength-compressing order of cannulated screws has nothing to do with the guidewire insertion order. The order of cannulated screws mainly depends on the fracture situation.
Conclusions
We developed a novel guidewire aiming device to assist surgeons in inserting cannulated screw guidewires accurately in femoral neck fracture operations. The aiming device possesses advantages of simple structure and flexible use. The results demonstrate that this novel device can enhance the accuracy of inserting cannulated screw guidewires, without increasing operative time and iatrogenic injury. Therefore, the aiming device is suitable for clinical application and deserves to be generalized.
